Data Logger Quick Reference Guide /\&\VERMONT

DOWNLOADING DATA DEPARTMENT OF HEALTH

| ' I Step 1- Click the icon on your desktop called
AL LogTag Analyzer and open the program.

LogTag
Analyzer

Step 2—- On the data logger, press and hold button
(Review/Mark) to pause recoding.

IS 3 = l

ALARM ‘
= @ O—CN CURRENT
s Step 3- The data logger will display “Paused” icon
\ to indicate that recording has been paused.

today
—

Step 4 — When the paused icon is displayed,
unplug the data logger cable and bring the data
logger to the LogTag Cradle.

Step 5 — Insert the data logger into the cradle

facing forward.
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Step 6 — When the data logger has been inserted into

the cradle you will see the pop-up message shown to The following LogTag will stop logging when it is re-configured.
Are you sure you want to continue?

the right . Click “Continue”. The data logger will

LogTag ID: 1060000872
re-configure when you click “Continue”. ModelID:  TRED30-7R
User ID: 10098 Fridge Immunization Program

Auto abortin 21 Seconds

file Edit LogTag Window Help
I5HE F892 b Akl ER. RaR

) 1060000872 Started 2-27-2013, Finished 2-27-2013 fa@=]

Step 7 — The data will automatically be

downloaded to the folder you chose during

the software installation. You do not need to

i | click anything. When data is downloaded a

chart will display showing temperature

8 .| readings.
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e
Average readng: 5.7 °C. Time below lower alet: None; —
Time above upper dlet: None: ¥
8 Repot ) Chart { Dala | Sunmary X Pre-StatChart ) Pre-StartData _}_Prey ary } L« ol
Step 8 — You can view Report, Chart, Data, verage e 3

ime above upper alert: INune:
4[]\ Report } Chart 4 Data }, Summary }, Day Summary [

or Help, press FL. To use a LogTaa, press F2.

Summary and Day Summary by clicking on

the tabs below your chart.

TIME @
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Step 9 — When the data logger has been re-configured,
it will display “Ready” icon.
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Step 9 — The data logger is removed from the cradle and tak-

en to the storage unit. Make sure to return it to the refrig-

erator or freezer to which it is assigned.

Step 10 — Plug in the cord that is connected to the

glycol bottle.

Starting the recorder

e=":s

READY

9= s

READY. STARTING -

STARTING
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Vermont Department of Health

Recorder in READY mode

The recorder must be in Ready mode for it to be
started.

In Ready mode the recorder displays the time, battery
status and the READY icon.

Press and hold the Start button and observe
that the STARTING icon starts flashing.

The button needs to be held down until the flashing
stops (normally 4-6 seconds however can be longer if
the button is not continuously depressed)

Release the Start button when the STARTING
icon stops flashing

The recorder enters STARTING mode.
If a start delay has been configured then the TIME
DELAY to recording commencement is shown.

After the start delay has timed out (if configured) then
the recorder enters RECORDING mode.

If no start delay is configured then immediately
proceeds to RECORDING.

The display shows the current temperature, current
time, battery status and any alarm triggers and is
updated each time a log is taken.

www.healthvermont.gov

1-800-640-4374
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Step 11 — Press and hold the start
button for 4-6 seconds until
“Starting” icon stops flashing.
Follow instructions at the left to
start the data logger.
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