Data Logger Quick Reference Guide

7~ VERMONT

L T Recorder has been downloaded 7/31/2013 9:04:43AM 65 5,
og a Note: All times shown are in "Display clock time zone".
75 -75
Alarm § corder Info & &
Low Seriol #: 1060005160 Model: TRED30-7R Battery: OK mm ) ]
High o OK| | UserID: 61504 Freezer #1 i %
Recorder Configuration 105 105
Start type : Push button start Temperature alarms
Start delay ; None Lower; -40.0 °C after 2 Consecutive -115 115
Interval : 6 Minutes Upper: -15.0 °Cafter 10 Co&
Alarm indicator : Enabled lower & upper -125 -125
Recorded Data 135 135
First reading : 7/24/2013 8:16:42 AM Temperature statistics
Last reading : 7/31/2018 3:04:42 AM Lowest : -20.6°C e 1
Elapsed Time : 7 Days; 48 Minutes @7/23/2013 12:22:42 PM . L o 1 1 O T T .
Total readings : 1675 Highest : -1.2°C 4 %
First evaluated : 7/24/2013 8:16:42 AM @7/ 31/20m 55 { JfiB
Last evaluated : 7/31/2013 8:04:42 AM Average reading : -19.0°C : ’
Standard Deviation (5) : 2.8°C 475 | ‘ JIII L 475
MKT(AH: 83.144) ; -18.30°C |
85 m T 85
Low Alarm High Alarm ~<iem— ’
Triggered : (none) Triggered: (none) 105 I i 105
Time below : (none) Time obove : 13 Hours, 12 Minutes [ “
Occurrences: 0 Occurrences: 0 205 I N l i 205
°C - Minutes below : 0.00 °C - Minutes above : 1825.80 ‘ ‘
215 I T “l T i [|”| T] 215
Events Info ‘
7/26/2013 4:22:42 PM Paused 225 ‘ 225
7/25/2013 8:16:42 AM Paused :
-235 -235
7/26/2013 8:40:42 AM Paused L
7/26/2013 5:16:42 PM Paused 25 5
7/26/2013 5:22:42 PM Paused s ‘ . ‘ . ‘ . ‘
7/27/2013 8:22:42 AM Paused 81642AM  52B42AM 24042AM  115242PM  GDA42PM  BIG42PM  32842PM  124042PM  G.04:42AM
7/27/2013 11:58:42 AM Paused TUR TR0 TRER0T3 TR0 T7R013  JORR0I3 MGRM3 S0E0I3 731203
7/28/2013 8:10:42 AM Paused
[4[*] [\Report { Cha }, Data }, Summary } DaySummary [ H_[J

Step 1- “Report Tab” - provides summary of data, configuration details, number of days included in the
download, Alarm status, battery status, lowest and highest temperature readings, high alarm (when tem-
perate was too warm) and low alarm (when temperature was too cold). Reviewing this information will pro-

vide you with general idea about temperature in the vaccine storage unit. Any time Min/Max is reviewed by

pressing the “Review” button, date and time is logged under “ Events Info”.

Vermont Department of Health

www.healthvermont.gov

1-800-640-4374 06/2015 1



LOGGER TABS

- | — -
145 ’ j 145
s ! | ‘ ‘ I ” s
Il | | LA | LI
O R AN | TN L L AT
w0 MU 4 T | TN AT I TR
OO O T E Y e A T T
s LUV J TR " V) Sy Ly AR (4 Jnri i Ay ey,
PO A R AR W N TR TR Y O
M R AN * TR 1IN
el i {1/ AN
245 U u U\‘ U V ]UI U 245
T TS To e o ) Chani A Dat "k Summary K Dy Summary e

Step 2 — “Chart” tab shows a chart of temperature recordings. The green background indicated those tem-
perature recording are in range and red background indicated temperatures out of range. This way you can
see how temperature fluctuates and if it is staying in range, but also scale of time frame.

[B) 1060005160 Started 7-24-2013 Finished 7-31-2013.Itd o &=
index  Date Time  ElapsedTime  eadings . A 2
€0 FE2013 90144 AM 2 Days 18:54:00 20

1| 712412013 8:16:42AM 00:00:00 215

2| TR 7i8/2013  9:07:44 AM 2 Days 19:00:00 1.6

3| 712412013 8:28:42AM 00:12:00 204

4| 712412013 8:34:42AM 00:18:00 197

5| 712412013 8:40:42AM 00:24:00 190 182013 9:13:44 AM = D'E:"E 19:06:00 13

6| 712412013 8:46:42AM 00:30:00 -19.0

7| 7oan0a ss2a2aM 003600 470 AB2013 91944 AM 2 Days 19:12:00 1.4&

8| 71242013 85842 AM 00:42:00 131

9| 71242013 9:04:42AM 00:48:00 938 FIa203 9:25:44 AM 2 D-EI}B 19:18:00 1.7

10| 7/24/2013  9:1042AM 00:54:00 76

1| 7242013 91642AM 010000 77 AE2013 93144 AM 2 Days 19:24:00 20

12| 71242013 9:2242AM 01:06:00 96 s

R T T 7I8/2013  9:37:44 AM 2 Days 19:30:00 24

14| 71242013  9:34:42 AM 01:18:00 134

15| 712412013  9:4042AM 01:24:00 -152 .

i o 82013 94344 AM 2 Days 19:36:00 27

17| 72412013 95242 AM 01:36:00 -180

M D e | GERE = FE2013 94944 AM 2 Days 1%42:00 31

19| 72412013 10:04:42AM 01:48:00 -19.6

20| 7i24i2013 10:10:42 AM 01:54:00 -203

21| 702412013 10:16:42 AM 02:00.00 200

22| 702412013 10:22:42 AM 02:06:00 2

23| 712412013 10:28:42 AM 02:12:00 h

24| 712412013 10:34:42 AM 02:18:00 225

25( 7i24i2013 10:40:42 AM 02:24:.00 -227

26| 712412013 10:46:42 AM 02:30:00 225

27| 702412013 10:52:42 AM 02:36:00 221

28| 712412013 10:58:42 AM 02:42:00 216

29| 7i24i2013 11:04:42 AM 02:48:00 -210

30| 702412013 11:10:42 AM 02:54.00 203

31| 712412013 11:16:42 AM 03.00:00 -194

32| 712412013 11:22:42 AM 03:06:00 19.4 .

\ \ "\Rspun mDamﬁ amary A Day Summary Hﬂ_| LH

Step 3— “Data” tab shows every reading data logger recorded. It provides the date, time, temperature read-
ing and elapsed time since the last reading (6 minutes). Recordings in red indicate too warm temperatures,
temperatures in blue indicate too cold temperatures and recordings in black indicate in range temperatures.
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[E 1060005125 Started 7-5-2013 Finished 7-22-2013.td =1 ol |
LogTag ID 1060005125 £
UserID 61519 frig

LogTag battery OK
Non alert range 20t080°C
Time zone Display clock time zone

Number of readings | 4073

Reading interval 6 Minutes

Number of starts 5

First reading 7I5/2013 2:07:44 PM
Last reading 7122i2013 3:13:44 PM

Average reading
Time below/equal | 12 Hours, 9 Minutes
Time abovelequal | None

Statistics for between the first reading and inspection mark #1:
First reading 7/5/12013 2:07:44 PM

Lastreading 7/512013 4:37:44 PM

Average reading 32°C

Time below/equal | 3 Minutes
Time abovelequal | None

Statistics for between inspection mark #1 and inspection mark #2:
Firstreading 7/5/2013 4:43:44 PM

Lastreading 71812013 8:19:44 AM

Average reading 33°C

Time below/equal | 57 Minutes ~

Time abovelequal | None

Statistics for between inspection mark #2 and inspection mark #3:
Firstreading 7i8/2013 8:25:44 AM

A< T*1V T Report }, Chart , Data {Summary /4 [ ay Summary | Nl | _»Jl]

Step 4 — “Summary” tab shows detail information about every instance data logger is paused by pressing
“Review” button. It specifies the time, average reading and low or high alarm since the last pausing.

[B)'1060005125 Started 7-5-2013 Finished 7-22-2013.ftd [olE ==
Day Date Max(rgding A Timz :::{v:ll::ua! Mm.(cza)ding Al Timleok‘:leélro:rilee:ua! Z
0 | 712212013 49 23
1 | 72112013 59 27
2 | 712012013 59 26
3 | 71192013 49 -199.9 Y 6 Minutes
-4 | 711812013 74 -199.9 | 12 Minutes
-5 | 711712013 5.1 20 Y -
6 | 711612013 49 23
7 | 7115/2013 56 s 25
-8 | 711412013 6.0 24
9

9 | 711312013 50 23 (

10| 71122013 59 17 | ] 4 Minutes

11| 711112013 74 / 16 L ] 48 Minutes

-12| 71012013 57 -199.9 Y @ 1Hour 36 Minutes

-13| 7912013 47 11 Y @ 4Hours 12 Minutes

-14| 782013 54 13 Y @ 2Hours 54 Minutes

-15| 71712013 57 20

-16| 7162013 54 19 | 6 Minutes

-17| 71512013 47 20

-18

-19

20

21

2

2

24

25 Jﬂ
| <121 Report ), Chart }, Data }, Summary } Day Summary " Led | »

Step 5- “Day Summary” tab provides summary for every day the data logger recorded the temperature read-
ings. It shows date, Max reading, Alarm, Time above, Time below and Min. reading. Red dot indicates
“Alarm” was triggered, blue arrow pointing down is temperature too cold and red arrow pointing up is tem-
perature too warm (not shown in the picture).
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